Interpretation -Although this retrieval study may not represent well-functioning TKRs, we found that a smooth surface finish and a peripheral locking mechanism reduce backside wear in vivo, but further studies are required to determine whether this actually leads to reduced osteolysis and lower failure rates.
Background and purpose -Severe backside wear, observed in older generations of total knee replacements (TKRs), led to redesign of locking mechanisms to reduce micromotions between tibial tray and inlay. Since little is known about whether this effectively reduces backside wear in modern designs, we examined backside damage in retrievals of various contemporary fixed-bearing TKRs.
Patients and methods -A consecutive series of 102 inlays with a peripheral (Stryker Triathlon, Stryker Scorpio, DePuy PFC Sigma, Aesculap Search Evolution) or dovetail locking mechanism (Zimmer NexGen, Smith and Nephew Genesis II) was examined. Articular and backside surface damage was evaluated using the semiquantitative Hood scale. Inlays were examined using scanning electron microscopy (SEM) to determine backside wear mechanisms. Interpretation -Although this retrieval study may not represent well-functioning TKRs, we found that a smooth surface finish and a peripheral locking mechanism reduce backside wear in vivo, but further studies are required to determine whether this actually leads to reduced osteolysis and lower failure rates.
Results -Mean Hood scores for articular (A) and backside (B) surfaces were similar in most implants


The use of modular tibial components in fixed-bearing total knee arthroplasty (TKA) enables a precise soft tissue balancing and easier implant removal during revision procedures (Jayabalan et al. 2007 , Brandt et al. 2012a . However, micromotion between the polyethylene (PE) inlay and tibial tray can cause wear of the backside of the inlay (Rao et al. 2002 , Conditt et al. 2004a , b, Billi et al. 2010 . This can lead to release of a high volume of wear debris, subsequent osteolysis, and aseptic loosening.
The extent of inlay micromotions depends on the design of the liner locking mechanism and the surface finish of the tibial tray (Bhimji et al. 2010 , Billi et al. 2010 , Berry et al. 2012 , Brandt et al. 2012b , Abdel et al. 2014 , Holleyman et al. 2015 . Other factors such as polyethylene manufacturing technique, liner sterilization method, and geometry of the inlay also affect backside wear (Rao et al. 2002 , Lombardi Jr et al. 2008 , Azzam et al. 2011 , Schwarzkopf et al. 2015 . Since most retrieval studies regarding backside wear involved phased-out implants with older generations of liner locking mechanisms, there are few data regarding the performance of currently used systems (Conditt et al. 2004b , 2005 , Paterson et al. 2013 , Holleyman et al. 2015 .
We therefore decided to examine retrieved contemporary fixed-bearing total knee replacements (TKRs) and determine whether design parameters such as the type of locking mechanism, the tibial tray material, and the finish affect the mechanisms and the magnitude of backside damage during service in vivo.
Material and methods
Explanted components
A consecutive series of 102 liners retrieved from fixed-bearing TKRs was examined as part of a retrieval program approved by the institutional bioethics committee (no. 162/12). We included a particular model only when at least 10 pieces with a trackable in vivo service of at least 12 months were available (Table 1) .
Implants had tibial components of either CoCrMo alloy or titanium alloy, and had 2 styles of liner locking mechanisms that were classified as peripheral locking/peripheral capture mechanisms and dovetail locking mechanisms according to the terms used in the surgical technique manuals of the implants examined (Figure 1 ).
The first design includes a 3-4 mm high rim along the circumference of the tray, allowing a snap fit of the inlay by means of a tongue and groove joint localized in the ante- rior and posterior parts of the rim. In 2 designs (Triathlon, Scorpio), a retaining wire was used in the anterior portion. The dovetail type of mechanism includes a beveled lip within the inlay, which fits into a beveled cut within the posterior wall (3-4 mm in height) of the tibial component, and blocks the inlay against a less pronounced (approx. 2 mm high) anterior metal rim. The study included 75 female patients and 25 male patients. At revision, their mean age was 68 years, mean BMI was 28, and mean time of implantation was 30 months (Tables 2 and 3) .
Evaluation of backside damage
To minimize artifacts related to surgical procedures, all implants were removed using the same technique. After exposure, the liner was removed as the first component: a thin (6-8 mm) osteotome was hammered into the central part of the polyethylene, which was then prised out. This left a characteristic scar, so artifacts caused by surgical tools were easy to distinguish from damage caused by wear. After removal, metal parts were autoclaved and inlays were sterilized by soaking in 10% formaldehyde for 48 hours, drying, and evaluation using an optical microscope at 10-40× magnification. Damage within the articulating surface and backside was measured using a semiqiantitative damage-scoring system developed by Hood et al. (1983) . Briefly, each side of the inlay was divided into 10 sectors (Figure 2 ), which were then evaluated for the presence of 7 modes of damage: surface deformation, pitting, embedded third bodies, scratching, burnishing (polishing), abrasion, and delamination; each type of damage was recognized according to an atlas published by Harman et al. (2011) . Each mode of damage was graded as 0-3 points depending on the area of each sector where it was present (no damage, less than 10% damege, 10-50%, and over 50%, respectively). Inlays were examined by 2 independent observers (ŁŁ and PK) twice with an interval of 1 week, to determine intraobserver and interobserver variability.
For each type of implant, 1 unused inlay and 3 used inlays with representative signs of backside wear were examined in low-vacuum mode using an Inspect S Scanning Electron Microscope (SEM) (FEI Europe B.V., Eindhoven, the Netherlands) to evaluate mechanisms of polyethylene wear. 
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A contact profilometer with Hommel-Etamic Turbo Wave v. 7.36 software (Hommel, Teplice, Czech Republic) was used to measure the roughness of the surface of the tibial trays on the medial and lateral condyle. Roughness was measured over a distance of 5 mm in 3 directions: the coronal plane, the horizontal plane, and at an angle of 45 degrees to both of these planes. The results were then averaged. Care was taken not to measure areas of the trays that had been scratched or damaged by surgical tools during implant extraction.
Statistics
Statistical analysis was done using Statistica 12 software. First, we verified the quality of wear scoring: intraclass correlation coefficient (two-way model, absolute agreement) was used to evaluate intraobserver agreement, and Cohen's weighted kappa was used to verify intra-and interobserver agreement. Normality of distribution of data in all groups was verified using the Shapiro-Wilk test, and Spearman and Pearson tests were used to evaluate correlation between wear scores. Differences within groups were evaluated using two-sided t-test and Wilcoxon test, while differences between multiple groups were evaluated using the Kruskal-Wallis test with post-hoc multivariative analysis.
Results
Intra-and interobserver agreement; patient characteristics
Good intraobserver agreement in 2 evaluations was found. For articulating surface wear, the intraclass correlation coefficients There were no statistically significant differences between the demographic data for all 6 implant groups (mean age, BMI, and duration of implantation).
Semiquantitative evaluation of wear
Damage scores for articular surfaces of the inlays were similar in all implants; there were no statistically significant differences (Kruskal-Wallis test) between the designs included. Backside wear characteristics differed between the various designs, with polishing being the predominant mechanism in PFC Sigma and Search knees, surface deformation in Scorpio and Triathlon knees, and burnishing in Genesis II and Zimmer NexGen knees. All implant types except the NexGen knee had similar backside damage scores (with no statistically significant difference between designs). In these designs backside wear scores were also significantly lower than articular surface scores (Genesis: Wilcoxon's test, p = 003; Triathlon, Scorpio, PFC Sigma, and Search: two-sided t-test, all p < 0.001).
In the NexGen group, backside damage scores were higher (Kruskal-Wallis test) than for the Triathlon (p < 0.001), Genesis (p = 0.001), Scorpio (p = 0.02), PFC Sigma (p < 0.001), and Search (p = 0.02) prostheses (Figure 3 ).
There was a correlation between damage scores in the articulating part and backside in the NexGen (Pearson's test, r = 0.07, p < 0.05), Search (Pearson's test, r = 0.78, p < 0.05), and Genesis (Spearman's test, R = 0.92, p < 0.05) knees. There was no correlation between wear scores and in vivo service time, BMI, or height of the inlay. In addition, we did not observe any significant differences between damage scores in posterior stabilized and cruciate retaining inlays, or between genders.
Microscopic analysis (Figure 4)
Optical microscopy and SEM studies revealed differences between backside wear mechanisms in various implant designs. In knees with a peripheral locking mechanism and a rough tibial tray (Scorpio and Triathlon), we observed dimpling of the surface-with partially preserved machining marks seen in SEM images. In implants with a relatively smooth surface on the tibial tray and peripheral snap-fit mechanism (PFC Sigma and Search), we observed flattening of machining marks and a polished appearance of the inlay. We did not find any polyethylene wear particles resulting from abrasion in any of the implants with a peripheral locking mechanism.
Discussion
Previous studies have found that in fixed-bearing TKRs, backside wear can generate substantial amounts of particulate polyethylene debris. Some authors have estimated that the average volume of particles released can be as high as 100-138 mm 3 per year; such wear rates would be considered severe in total hip arthroplasty (Li et al. 2002 , Conditt et al. 2004a , b, 2005 , Billi et al. 2010 . Mechanical studies have shown that fretting between the PE inlay and tibial tray plays a pivotal role in backside wear, and retrieval studies have identified several variables that affect micromotion of the inlay such as metal surface finish, implant design, and locking mechanism (Li et al. 2002 , Engh et al. 2009 , Billi et al. 2010 , Berry et al. 2012 , Brandt et al. 2012b , Abdel et al. 2014 , Holleyman et al. 2015 . It has been found that oxidative stability of polyethylene is related to sterilization technique and can affect backside wear (Muratoglu et al. 2003 , Jayabalan et al. 2007 , Lombardi Jr et al. 2008 , Wu et al. 2012 . Consequently, new generations of locking mechanisms that reduce liner micromotion were introduced (Conditt et al. 2004b , 2005 , Berry et al. 2012 , Brandt et al. 2012a , b, Holleyman et al. 2015 . There have, however, been few data from retrieval studies to determine how these mechanical improvements affect backside wear rates (Bhimji et al. 2010 , Holleyman et al. 2015 . This was the motivation for the present study, which has shown that in contemporary TKRs, backside damage is reduced in implants with peripheral locking mechanisms and designs featuring a dovetail liner lock and a smooth surface finish.
Although our study included a relatively large number of samples, it had limitations in several ways. Since we examined implants that had failed for various reasons, our material did not represent a group of well-functioning TKRs; it was also not possible to systematically control variables that potentially affect backside damage. To minimize this, we focused on implant models for which at least 10 retrievals were available and we discarded implants with an in vivo service time of less than 12 months (since it has been shown that in TKRs, most of surface roughening that occurs during this time frame (Scholes et al. 2013) ). Despite the inherent shortcomings, examination of retrievals has been widely used by other researchers to verify the performance of existing designs, and it is the only method that enables investigation of the mechanisms that lead to implant wear in vivo.
Another limitation is related to the Hood scoring method we used, which allows estimation of articular surface damage or backside damage and has been used in several studies (Hood et al. 1983 , Grochowsky et al. 2006 , Scholes et al. 2013 , Holleyman et al. 2015 . Although some differences exist between the damage scores presented in this study and in previous papers, several reports have also described higher backside damage scores in the NexGen design (Conditt et al. 2004b , Crowninshield et al. 2006 , Medel et al. 2011 , Paterson et al. 2013 . The main drawback of the Hood score is that it does not provide any information regarding polyethylene wear, which is expressed as either gravimetric or volumetric loss of material (Billi et al. 2010 , Teeter et al. 2011 , Berry et al. 2012 , Affatato et al. 2013 , Engh et al. 2013 ). Due to this limitation, we examined the retrievals using SEM, to determine how damage of each type corresponds to wear mechanisms responsible for the release of polyethylene particles.
Some authors have used a modified Hood scale which allows for a more detailed evaluation of each type of inlay damage (Conditt et al. 2004a , Brandt et al. 2012a . Although this modified score has shown a weak to moderate correlation with implantation time in older liner designs, this was not confirmed in the case of the newer Genesis II implant (Brandt et al. 2012a, b) . We did not use the modified scale, because of moderate intraobserver and interobserver agreement in a pilot series of inlays. Another way to potentially increase the precision of damage evaluation is to use photogrammetric techniques (Grochowsky et al. 2006 , Azzam et al. 2011 , Harman et al. 2011 , Medel et al. 2011 . However, photogrammetry is not fully objective, since it requires manual outlining of damaged areas, which may be a source of inter-and intraobserver differences. Also, it does not provide more information regarding wear, since it is entirely possible that a tibial insert would have a large damaged area without substantial material wear and vice versa.
There are several techniques that allow quantification of polyethylene wear in retrievals, such as direct measurement, 3D scanning, and micro CT, but none of them was feasible in our study (Teeter et al. 2011 (Teeter et al. , 2014 (Teeter et al. , 2015 . Direct measurement requires a flat topside reference area, and such a feature is only present in the PFC inlay (Berry et al. 2012 , Levine et al. 2016 . Measurement using micro CT is very precise, but it requires complex equipment, custom software, and timeconsuming data processing-and has therefore been used in studies involving a much smaller number of samples than in our material (Crowninshield et al. 2006 , Teeter et al. 2011 , Engh et al. 2013 , Paterson et al. 2013 . Additionally, in a retrieval study, artifacts caused by inlay deformation during extraction must be corrected manually, which is timeconsuming and reduces the overall measurement accuracy.
Despite having limitations related to the examination protocol, our data suggest that in fixed-bearing TKRs, backside wear depends on the type of liner locking mechanism_which in turn determines the amount of inlay micromotion. In implants with peripheral locking mechanisms we did not find abrasive wear; instead, material deformation and polyethylene cold flow were seen. This resulted in flattening of machining marks (PFC and Search) or polyethylene dimpling (tray transfer of PE) in other implants (Scorpio and Triathlon) with a rough surface finish (Bhimji et al. 2010 , Harman et al. 2011 . In TKRs with a dovetail locking mechanism, we found signs of abrasive wear related to inlay micromotion-mild in the polished Genesis II tray and pronounced in the unpolished NexGen tray, with curved scars and protrusion of material into screw holes caused by wear (Conditt et al. 2005) . This is consistent with data from several mechanical studies. Using mathematical models of PE wear and data from retrievals, Levine et al. (2016) demonstrated that multidirectional micromotions (which result in arcuate patterns similar to those observed in NexGen knees) play a critical role in backside wear. Our SEM findings-which suggested differences in the extent of micromotion between designs-were confirmed by Bhimji et al. (2010) , who found a higher range of micromotion in implants with a dovetail locking mechanism than in those with peripheral capture mechanisms and demonstrated reduction of micromotion by the central island of the Triathlon knee. In our study, the latter design feature of the Triathlon knee was not associated with reduced backside wear, which was comparable to that for the older Scorpio design (without the central island). Our findings are also consistent with the results of several simulator and retrieval studies, which showed that the tray material has little influence on backside wear (Billi et al. 2010) , while in some designs a polished tray finish can reduce it (Billi et al. 2010 , Azzam et al. 2011 , Brandt et al. 2012a , b, Abdel et al. 2014 .
Some studies have found relationships between backside wear and demographic factors or time of in vivo service (Conditt et al. 2004a , b, 2005 , Brandt et al. 2012a . We, and some other authors (Azzam et al. 2011 , Abdel et al. 2014 , Holleyman et al. 2015 , did not find any such correlation. As in other reports, we found no relationship between BMI and the extent of backside damage (Scholes et al. 2013 , Abdel et al. 2014 , Holleyman et al. 2015 . This may seem counterintuitive, but the lack of any role of BMI and patient weight in backside wear was confirmed in a recent study by Levine et al. (2016) based on mathematical models of polyethylene wear and on data from retrievals. Another factor affecting backside wear is the sterilization method used and oxidative degeneration of polyethylene (Muratoglu et al. 2003 , Wu et al. 2012 ). Although we did not evaluate the oxidative index of retrieved specimens, the fact that inlays were sterilized under neutral conditions and the lack of delamination in retrievals together suggest that oxidative degeneration was not important in our material (Muratoglu et al. 2003 , Wu et al. 2012 . However, since the present study included various grades of UHMWPE, it is possible that the intrinsic wear resistance of PE influenced backside wear rates of different prosthetic designs, especially in the case of the NexGen knee with a liner made of conventional polyethylene.
The interest in backside wear comes from the fact that it may contribute to release of PE debris, which initiates osteolysis and aseptic loosening (Li et al. 2002 , Conditt et al. 2004b , 2005 , Lombardi Jr et al. 2008 , Billi et al. 2010 . In the present study, SEM examination of the NexGen and Genesis implants indicated the presence of partially abraded polyethylene fragments, with sizes ranging from 20 to 150 µm. Periprosthetic osteolysis is initiated by debris smaller than 10 µm; we therefore hypothesize that the particles observed in our material had a low (if any) osteolytic potential (Green et al. 1998 , Matthews et al. 2000a . However, we were unable to verify whether such large debris is actually released from the backside of the implant, since it is possible that continuous abrasion of the PE inlay leads to release of smaller (submicron) particles.
Although the data from our study are insufficient to link the extent of backside damage to progression of osteolysis, given the consistent differences between abrasive wear in various implant types, it is reasonable to expect that reduced or eliminated backside wear (as in all-poly and molded polyon-metal) reduces rates of loosening due to limited release of wear particles. This is not, however, confirmed by data from joint registries, since all the modular designs included in this study have had comparable failure rates, including the NexGen knee with the highest wear scores (Graves et al. 2015 , Porter et al. 2015 , Sundberg et al. 2015 . Similarly, there is conflicting registry data regarding performance of monoblock implants. Data from the UK and USA have shown slightly better or similar performance and data from Australia have shown no differences between revision rates in all-poly and modular components (with variable performance in the allpoly group); polyethylene-on-metal had lower failure rates than all-poly designs (Mohan et al. 2013 , Graves et al. 2015 , Porter et al. 2015 .
Interestingly, monoblock versions of some of the implants examined in our study have also shown differences in performance compared to their modular counterparts. The all-poly PFC implant showed better performance in one US registry (especially in younger patients) and similar performance in a Swedish report, while according to the UK registry early to medium-term results are similar while long-term data (based on a limited number of cases) indicate better performance (Mohan et al. 2013 , Porter et al. 2015 , Sundberg et al. 2015 . Better results were also found for the Genesis II system, while they were poorer for the all-poly Scorpio tray; interestingly, the all-poly version of the NexGen knee had higher revision rates than the modular version (Graves et al. 2015 , Sundberg et al. 2015 These conflicting data suggest that although backside wear may contribute to osteolysis, its role in aseptic loosening of fixed-bearing TKRs appears to be limited, since its elimination does not directly translate into reduced failure rates. How-ever, variation in the performance of all-poly designs and the limited amount of data regarding their long-term performance indicate that more research is needed to determine the clinical significance of backside wear in fixed-bearing TKRs.
In summary, our study has shown that in fixed-bearing TKRs, backside damage depends on the type of liner locking mechanism-with peripheral snap mechanism performing better than dovetail. In some designs, it can be reduced by applying a polished finish to the tibial tray. Since our retrievals did not represent a cohort of well-functioning TKRs and the data from our material are insufficient to link the extent of backside wear to progression of osteolysis, we consider that additional studies are required to determine whether reducing backside wear will have an effect on osteolysis and loosening rates.
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